Calibration

G888 / G999
Quick Reference Guide

Turn On

Press @ID.

Turn Off

Press and hold @D
until “Switch Off” timer
counts to zero.

Fresh Air
Calibration

Press @l and
simultaneously then press
. Make sure the
atmosphere is fresh and
free of contaminates.

AutoCal®

Press QR and GEID

simultaneously, apply
gas, then press @EEZXI)-
Calibration will start
automatically in 10
seconds and takes
approximately 45
seconds to complete.

Visit www.gfgsafety.com/us-en for
complete user manual.
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Enable
Peak

Press (EZZX3P once.

Peak icon §4 appears.

Turn On
Flashlight

Press and hold
until button label

changes to (EEIED.

Enable
Peak and
Flashlight

First enable peak
and then turn on the
flashlight.

Reset Peak

Press once.

Turn Off
Flashlight

Press (ST once.

Disable
Peak

Press (g again,

and icon turns off.




